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INTRODUCTION
A continuing need exists for a simple reliable method of determining lOW-level sulfate concentrations in aqueous systems. Most classical methods are based on preCipitation of sulfate as the sparingly soluble barium sulfate. Sulfate is then determined directly from the turbidity of barium sulfate suspensions or indirectly through determination of the bound or excess barium ion associated with the barium sulfate precipitation. These methods are limited in usefulness by the nature of the barium sulfate precipitate. Stable, reproducible suspensions are difficult to obtain; and the barium sulfate precipitate is seldom stoichiometric and without occluded ions. l A new reagent for sulfate, 2-aminoperimidine (2AP), was described, and its use for a more sensitive nephelometric method was suggested. 2 Small uniform crystals of 2AP sulfate form a reproducible suspension suited to analytical measurement. This insoluble sulfate has been used, also, as the basis for sulfate determination by spectrophotometry' and pyrolysis.'
The nephelometric' method with 2AP offers more sensitivity than the barium sulfate turbidimetric' method with the same experimental simplicity. It was investigated particularly for application to analysis of surface waters at the Savannah River Plant (SRP). These waters are continually monitored for sulfate, but have a sulfate content sometimes below the limit of sensitivity of the conventional barium sulfate method. An analytical procedure for routine sulfate determination and procedures for purification and recovery of the reagent were established.
DISCUSSION OF METHODS
Barium Sulfate Method
The ASTM method for sulfate ion in water and waste water,S or its equivalent, is used at the Savannah River Laboratory for surface water analyses. Glycerin, ethanol, and sodium chloride
• "Nephelometric" denotes measurement of intensity of light scattered at 90°; "turbidimetric," that of light transmitted. The analytical procedure 2 had to be modified before satisfactory results were achieved. Also, procurement, purification, and recovery of the ZAP hydrochloride differed from those that were described. Experience and general remarks are given below, and the stepwise procedures are given in Appendix A.
Most of the 2AP hydrochloride used was prepared on special order by PCR, Inc., according to the synthesis described by Stephen.
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It was recrystallized once from methanol before use. A commercial source, G. Frederick Smith Chemical Company, provided a product which was used after it had been purified by two or three recrystallizations from methanol. Another synthesis has been published, 6 which appears to be superior, but it was not tried.
Because of the expense and scarcity of the reagent, all sample and reagent solutions were saved for recovery of the 2AP. The recommended procedure 2 for recovery consisted of converting the sulfate to the soluble hydroxide and then to the chloride. This approach was abandoned because of excessive degradation when the sulfate slurry was made alkaline. The simpler procedure of salting out the 2AP hydrochloride from the completed sample solutions by adding potassium chloride was adopted.
The reagent solution consists of a nearly saturated solution of 2AP hydrochloride in water. More-consistent results were obtained when a small amount of sodium sulfate was added to the freshly prepared solution, and the resulting 2AP sulfate precipitate was filtered out. Sometimes crystals formed in the solution on standing; these had to be redissolved or filtered out before the reagent gave quantitative results.
In the formation of the sulfate suspension, results were erratic with the neutral pH used by Stephen. 2 Above 20 ~g sulfate, the nephelometer reading sometimes fell far below the expected linear response. Acidification of the sample solution to pH 2 reduced the sensitivity, but the readings were reproducible and linear with sulfate concentrations to >30 ~g. Variation of the pH within a few tenths of a unit in the region of pH 2 did not affect the nephelometric measurements.
SRP surface waters often contained a substance that not only contributed a yellow color, but also inhibited precipitation of ZAP sulfate. The interferent was probably organic matter (humic or fulvic acids) from the vegetation the water had contacted. Pretreatment by acidification to pH 2 and passage through a column of AmberZite* XAD-2 polymeric adsorbent 7 removed the color and the interference.
* Trademark Rohm and Haas Co., Philadelphia, PA.
-7 -TEST RESULTS Figure 2 shows calibration curves. The ordinate is scaled in Nephelometric Turbidity Units (NTU), the unit of measurement of the instrument. The abscissa is expressed as micrograms of sulfate in the 25-ml total volume measured. Because as much as 20 ml of sample can be used, 10 ~g of sulfate, for example, could correspond to as little as 0.5 ppm sulfate in the sample. In solutions acidified to pH 2, response was linear up to 40 ~g. The insert in Figure 2 details the response below 5 ~g. The two sets of calibration points were obtained with different batches of 2AP reagent; they illustrate the need to use the same batch of reagent for calibration and sample determinations. The blank was 0.1 to 0.5 NTU. Table 1 compares the results of 10 ~g spike recovery in surface water samples with 10 and 20 ~g standards, all at pH 2. The acidified samples were,pretreated by passing them through a column of AmberZite XAO-2. All are compared in terms of the slope of the linear response, as NTU/~g sulfate. The relative standard deviation for standards and spike recovery in the water samples was 3 to 4%. Although the slope for the recovered spike was 4% higher than for the standard alone, agreement is satisfactory. The precision for duplicate determinations would be ±10% at the 90% confidence limit; this is larger than the bias between the standards and spikes. The treatment with AmberZite XAD-2 did not affect recovery of sulfate. Variation of the volume of sample did not affect the sulfate concentration found. Table 2 , results of single sulfate determinations made by the barium sulfate and 2AP methods are compared for a series of surface waters. The table shows the effectiveness of the AmberZite XAD-2 treatment in improving the barium sulfate turbidimetric determination through removal of the color and consequent reduction of the blank correction. Without the pretreatment, many of the BaSO, results were low compared to the 2AP. The low results and yellow color before pretreatment generally correlated. One rusty water sample had "too much color" for the BaSO. method.
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The AmberZite XAD-2 column filtered out the iron colloid, permitting "<1 ppm" to be reliably determined; this result agrees with the 0.2 ppm value obtained by the 2AP method. 
25-ml volumetric flasks.
Micropipet, such as Digipet, 1 ml (Manostat Corp., New York).
Assorted pipets as required.
Reagents
Standard Na2S04 solutions, made from oven-dried Na2S04. Concentrated: 1000 ~g sulfate/ml (1.479 g N a 2 S0 ,/liter). Dilute: 100 ~g sulfate/ml, made from concentrate.
Hydrochloric acid, 3M (1 volume concentrated Hel, 3 volumes H20).
Deionized water, acidified to pH 2 (4 ml 3M HCl per liter).
Potassium chloride (solid reagent and O.lM KCl).
Methanol.
Diethyl ether. 
